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Purpose:  Pain  quantiﬁcation  is  essential  for diagnostic  and pain  monitoring  purposes  in  disorders  around
the  knee.  Pressure  algometry  is a method  described  to determine  pressure  pain  threshold  (PPT)  by apply-
ing controlled  pressure  to  a given  body  point.  The  purpose  of  this  study  was  to  determine  the  reliability
of  this  method  when  it was  applied  to the  medial  part  of  the  proximal  tibia  metaphysis  and  to  evaluate
the  PPT  levels  between  genders.
Methods:  Fifty  healthy  (mean  age;  46.9)  volunteers  were  recruited,  25  men  and  25  women.  Pressure
algometry  was  applied  to  a 1  cm2-probe  area  on  the  medial  part  of  the  knee  by  2 raters.  Intra-  and  inter-
class  correlation  (ICC)  was  obtained  and  differences  between  genders  were  evaluated.  Bland-Altman  plots
were performed  to evaluate  the  variability  of  the  measures.
Results:  The  mean  values  of  PPT  obtained  by rater  1  and  2  were  497.5  Kpa  and  489  Kpa  respectively.
The  intrarater  reliability  values  (95%  IC)  for rater  1 and  2 were  0.97  (0.95–0.98)  and  0.84 (0.73–0.90)
respectively.  With  regard  to interrater  reliability,  the  ICC (95%  IC) for the  ﬁrst  measurement  was 0.92
(0.87–0.95)  and  0.86  (0.78–0.92)  for the second  one.  Women  showed  signiﬁcant  lower  values  of  PPT  than
men.  The  Bland-Altmand  plots  showed  excellent  agreement.
Conclusions:  Pressure  algometry  has excellent  reliability  when  it  is applied  to  the  medial  part  of  the
proximal  metaphysis  of  the  tibia.  Women  have  lower  values  of PTT  than  men.  The high  reliability  of  the
PA  in an  individual  volunteer  makes  it a  more  valuable  tool  for longitudinal  assessment  of a  given  patient
than  for  comparison  between  them.
Level  of evidence:  Level  III. Prospective  study.. Introduction
Quantiﬁcation of the pain is essential for diagnostic and pain
onitoring purposes. Tenderness is the major symptom of muscle-
keletal dysfunction and its accurate evaluation is important in the
iagnostic procedure. In the clinical practice, digital pressure pal-
ation is normally used to locate and assess the pain. However, this
ethod is difﬁcult to quantify and standardize because of the differ-
nt degrees of pressure applied by the same or different examiners
s well as the subjective report of pain by the patient [1].
The Pressure Pain Threshold (PPT) is deﬁned as the point at
hich a non-painful pressure stimulus turns into a painful pressure
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sensation. Pressure algometry (PA) is a method described to objec-
tify this PPT. This technique is a well-known and well-validated
method to induce acute experimental pain. Different studies have
been published about using this tool to evaluate pain in different
locations of the body and showed high levels of reliability. Further-
more, some other studies concluded that PA is a worthwhile tool
in the diagnosis and treatment evaluation of different orthopaedic
disorders [1–7].
With regard on the different orthopaedic procedures that can
be applied to an arthritic or pre-arthritic knee, these are condi-
tioned by objective data (radiology and different scores; WOMAC,
KSS or Oxford score. . .)  as well as the pain referred. Until now, the
most objective tool and the gold standard method to quantify the
pain is the Visual Analogue Scale (VAS). This score is very subjec-
tive depending on the patient and a high correlation with the PA
has been observed in a previous study [8]. Nevertheless, it has been
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Table 1
Epidemilogical data and measurements description.
Number of participants 50
Male:Female 25:25
Mean age (range) 46.9 (28–63)
Standard deviation 10.7
Number of measurements taken by each observer each time 3
Interval between measurements for a single observer (minutes) 1
Interval between measurements per participant (minutes) 1560 X. Pelfort et al. / Orthopaedics & Traumat
sed by other authors for pre- and postoperative evaluation of pain
t the medial side of the knee in patients undergoing valgus tibial
steotomy [9–13]. Given the need to better improve the method to
uantify the tenderness, not only to consider the more accurate sur-
ical option but also to monitor the pain [14,15], it was  considered
he possibility to apply the PA in the knee orthopaedic disorders.
The main objective of this study was to determine in healthy
olunteers the reliability of PA when it was applied on the medial
art of the proximal tibia metaphysis. A second objective was to
valuate if there were differences in PPT at the medial side of the
nee between men  and women. Our hypothesis was that PA is a
eliable tool to quantify the pain.
. Material and methods
Fifty healthy volunteers were recruited for this study. The inclu-
ion criteria were: age ranging from 25 to 65 years, no history of
ower limb, spine or pelvic fractures, the absence of skin disor-
ers, peripheral neuropathies or vascular diseases. Patients who
ook painkillers for any reason in the previous week were also
xcluded. All volunteers were Caucasian and the mean age was  46.9
28–63). The experimental procedure was explained and signed
nformed consent was obtained from each participant. The study
as approved by the ethics committee of our institution with the
egistry number 2013/5058/I.
PPT was determined using a handheld electronic pressure
lgometer with a 1 cm2 probe area with an increasing of the pres-
ure rate of 20 Kpa/s (Algometer, Somedic Sales, Hörby, Sweden).
he pressure algometer consists of a “pistol” handle and a rod with
 pressure-sensitive gauge strain at the tip. All the measurements
ere performed at 1 cm distal from the medial knee joint line with
he knee ﬂexed at 90◦ (Fig. 1). This location was chosen because it
s the point usually used to evaluate the presence of pain in the
edial part of the knee when considering a surgical procedure
ike a unicompartimental or total knee arthroplasty or a high tibial
steotomy.
PA was performed on the same day under quiet and non-
tressful conditions. The tip of the algometer was positioned on
his speciﬁc point. By pushing the algometer, the force applied to
he tibia gradually increased. The participants were not allowed
o see the algometer display in any moment, and, as soon as the
Fig. 1. Algometry measurement procedure, location and method of use.Interval between two measurements (hours) 4.5
Total of measurements per participant 12
Total of measurements per observer 300
volunteers experienced a painful sensation, they said “stop”, the
algometer was  immediately released and the force (in Kpa) was
read from the display.
Two trained raters were instructed in the application of algom-
etry. To determine the value of PPT, we used the method described
by Nussbaum and Downes [16]. Both raters made 3 consecutive
algometry applications at the prescribed rate of 20 KPa/s, 1 minute
apart. The ﬁrst measurement was considered as a trial and the ﬁnal
value of the PPT was calculated from the mean of the second and
third measurements. The number of raters (2), the time elapsed
between both measurements (3–4 hours) and the time between
measurements per participant (10–20 minutes) were decided on
with the purpose properly evaluating the device and avoiding
potential disturbances of any clinical variation of the patient
between measurements [1,17]. The protocol is summarized in
Fig. 2. Epidemiological data and measurements descriptions are
shown in Table 1.
2.1. Statistical analysis
Descriptive statistics was  used for demographic data. The intra-
and interclass coefﬁcient correlation (ICC) values were assessed.
In order to identify the precision of the estimate, the 95% of con-
ﬁdence interval (IC) was assessed. The ICC values were classiﬁed
as follows: < 0.4 indicated poor agreement; 0.4 to 0.75, moder-
ate agreement; and > 0.75, excellent agreement [18,19]. Systematic
error evaluation between measurements, raters and gender was
assessed with paired the Student’s t test [20,21]. P-values less than
0.05 were considered statistically signiﬁcant. Bland-Altman plots
were performed in which differences between two  consecutive PPT
measurements and between the two  raters were graphically repre-
sented [22]. All analysis and plots were performed with R3.0 (The
R project for statistical computing).
3. Results
Fifty volunteers were ﬁnally assessed, 25 men  and 25 women,
with a mean age of 46.9 years (range 28–63, SD 10.7) (Table 1).
Pressure algometry was  well-tolerated by all the participants. The
mean PPT obtained by the rater 1 and 2 was  497.5 Kpa and 489.0 Kpa
respectively. The mean PPT obtained in the ﬁrst measurement was
497.5 Kpa and in the second one, 505.9 Kpa. The ICC values for
both, inter- and intra-rater reliability, was excellent give the ICC
value (Tables 2 and 3). Women showed signiﬁcant lower values
of PPT than men  with mean values of PPT 387 Kpa and 616.2 Kpa
respectively (Table 4). All values showed in Tables 2–4 presented
an excellent correlation with the exception of women for the sec-
ond measurement or when women were evaluated by the rater 2
(moderate correlation).
The values of the systematic error of evaluation translate the
differences between both measurements for each volunteer. This
systematic error was  measured as mean and standard deviation.
The fact that all P-values of the systematic error of evaluation were
not signiﬁcant (P > 0.05) means that there was an absence of a
X. Pelfort et al. / Orthopaedics & Traumatology: Surgery & Research 101 (2015) 559–563 561
Fig. 2. Protocol of measurements for both raters.
Table 2
Intra-rater agreement values.
Intra-rater AgreementICC (95% CI) Mean SD Systematic error evaluation
Mean SD
Rater 1 0.97 (0.95–0.98) 497.5 201.8 −8.4 47.1
Rater  2 0.84 (0.73–0.90) 489.0 206.4 −3.8 117.2
Mean: mean difference, in Kpa, between the ﬁrst and second measurements (intra-rater); SD: standard deviation of the mean differences.
Table 3
Inter-rater agreement values.
Inter-rater AgreementICC (95% CI) Mean SD Systematic error evaluation
Mean SD
Measurement 1 0.92 (0.87–0.95) 497.5 212.2 8.4 80.1
Measurement 2 0.86 (0.73–0.9) 505.9 203.4 13.1 104.9
Mean: mean difference, in Kpa, between the ﬁrst and second measurements (intra-rater); SD: standard deviation of the mean differences.
Table 4
Inter and intra-rater agreement values for both raters and both measurements divided on men  and women.
Inter-rater correlation Intra-rater correlation
First measurement ICC (95% CI) Mean (Kpa) Rater 1 ICC (95%) Mean (Kpa)
Men  0.92 (0.82–0.96) 614.6 Men  0.95 (0.89–0.97) 614.6
Women 0.86 (0.72–0.93) 380.3 Women  0.98 (0.94–0.99) 380.3a
Second measurement Rater 2
Men  0.86 (0.71–0.93) 617.9 Men  0.89 (0.77–0.95) 580.4
s
i
t
v
a
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aWomen 0.68 (0.40–0.84) 394.0 
a P < 0.05.
ystematic error in these measurements. Only in one measurement
n Table 4, the P-value obtained was < 0.05.
The Bland-Altmand plots for all the evaluations are included in
he Fig. 3 and illustrated the distribution of the different algometry
alues. This PPT ranged from 200 to 900 Kpa/cm2 and it was  found
n excellent intra- and inter-rater agreement.
. Discussion
The main ﬁnding of this study was that PA has an excellent
nter- and intra-rater reliability when the PPT is measured on the
edial part of the proximal metaphysis of the tibia. Based on this,
he hypothesis has been conﬁrmed. These results conﬁrmed that
lgometry might be a useful tool in objectifying pain in this partWomen  0.55 (0.20–0.77) 397.6
of the knee. Secondarily, it was  observed a higher PPT values for
men. Different authors have studied the utility of this technique in
different parts of the body. They concluded that the PA has a good
agreement between observers. Farasyn et al. [23] studied the appli-
cability of this method in patients with non-speciﬁc low back pain
by applying a deep cross-friction pressure in the proximal gluteus
region. They observed excellent inter- (ICC 0.97) and intra-rater
(ICC 0.98) reliability. Other authors also showed a good reliabil-
ity for this technique in other parts of the body; the ﬁrst dorsal
interosseous muscle [1], the neck and head muscles [4,6,7,17,24]
or following a spinal manipulation [25].
Different studies have assessed the utility of PA with different
disorders involving soft tissues of the knee. Van Wilgen et al. [5]
studied the reliability of this instrument in athletes with patellar
562 X. Pelfort et al. / Orthopaedics & Traumatology: Surgery & Research 101 (2015) 559–563
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endinopathy. They observed that the PTT of asymptomatic ath-
etes differed from that of athletes with tendinopathy and showed
xcellent inter-rater (ICC 0.93) and moderate intra-rater (ICC 0.6)
eliability. In this study, the authors placed the algometer on the
istal apex of the patella for the control group and directly on
he most painful spot of the patellar tendon in the group with
endinopathy. In a similar way, other authors evaluated the poten-
ial usefulness of the PA as a tool to evaluate and monitoring the
linical evolution of the pain at the medial side of the tibia in run-
ers who suffered a tibial stress syndrome. They also found lower
alues of PPT in this speciﬁc population compared to a healthy
roup of volunteers and concluded that PA may  be a useful tool
o evaluate this painful syndrome [26]. On the other hand, Lunn
t al. [27] assessed the PPT levels in patients who had undergone a
otal knee arthroplasty. They observed signiﬁcant higher PPT val-
es during quadriceps contraction compared when the muscle was
elaxed. It is a well-known phenomenon that active muscle con-
raction may  increase the local value of the PPT [28,29].
In the study here presented, all measures were performed in
 non-stressful condition and in a location (proximal metaphysis
f the tibia) without any muscle disturbance. The 1-cm distal to
he joint line is the one where we usually apply digital pressure
o reproduce pain in the medial compartment of the knee in pre-
rthritic or arthritic knees.
Our hypothesis is conﬁrmed and the PA could be thus routinely
pplied in the decision-making protocol of the different therapeutic
ptions around the knee.
Another interesting ﬁnding of this study was the signiﬁcant
ower values of PPT obtained in women compared with men. Pre-
ious studies have found similar results when PA was applied in
ther locations of the human body [30,31]. Fisher et al., in a study,
onducted in a healthy population found higher values of PPT in
ales in 8 out of 9 different muscle regions evaluated [32]. In a
ecent study, Aweid et al. [26] analyzed the PTT in healthy runners
n the medial part of the distal tibia. They also observed a lower
TT in females compared to males. The reasons to explain these data of each measurement and rater data.
ﬁndings are not well-known, but different authors referred hor-
monal reasons as a possible explanation for these differences
[33,34].
The mean values obtained by the 2 raters ranged around 500 Kpa
with a mean standard deviation around 200 Kpa. These results
mean that exist an important variability of the PPT for the differ-
ent healthy volunteers. However, the low values of the systematic
error measurement, mean that, despite this variability of the PTT
between the volunteers, these values are constant for the same vol-
unteer, independently of the number of measurements done or the
rater involved in the measurement. This tool may  thus be more use-
ful in monitoring pain in a patient before/after a given procedure
than comparing patients between them.
The algometer used in this study requires that the observer see
the digital display during the measurement in order to increase the
local pressure while maintaining a constant speed (20 Kpa/s). This
fact means that the ﬁnal value (in Kpa) is determined when the vol-
unteer say “stop”, but this value is not blinded for the rater. This fact
may  be considered as a limitation of this study. Moreover, although
this study only considered healthy volunteers and the correlation
between VAS and PA has been studied in a previous work [8], the
fact of not comparing these 2 scores between them in this study
could be considered as another limitation.
5. Conclusions
Pressure algometry has excellent intra- and interrater agree-
ment when is applied on the medial part of the tibial metaphysis in
a healthy subject. Women  have a lower PTT levels at this location
than men. The high reliability of the PA in an individual volunteer
makes it a more valuable tool for longitudinal assessment of a given
patient than for comparison between patients.Disclosure of interest
The authors declare that they have no conﬂicts of interest con-
cerning this article.
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